[Equipment for blood detoxication in critical care of patients].
The paper deals with the development of a new more improved blood detoxicating system in critical patients. Based on the design of a [symbol: see text]-0.5 plasmapheresis device, the authors have designed a new [symbol: see text] 2-0.5 system, by including into the extracorporeal circuit the second rotor which cultures biologically active agents (hepatocytes, fragments of splenic and placental tissue) enhancing a patient's detoxification. The paper also outlines the operating principles of the [symbol: see text] K 2-0.5 device, its operational preparation and procedure.